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Purpose: To compare preoperative and postoperative ocular biometry in patients 
with iris-fixated phakic intraocular lens (pIOLs): Artisan and Artiflex. Materials 
and Methods: This study included 40 eyes with Artisan and 36 eyes with Artiflex 
pIOL implants. Anterior chamber depth (ACD) and axial length (AL) were mea-
sured by applanation ultrasonography (A-scan) and partial coherence interferometry 
(IOLMaster) preoperatively and 3 months after pIOL implantation. Results: ACD 
measurements after Artisan or Artiflex pIOL implantation were smaller than preop-
erative measurements. Specifically, the difference after Artisan pIOL implantation 
was -1.07±0.17 mm by A-scan and -0.08±0.08 mm by IOLMaster. The difference 
after Artiflex pIOL implantation was -1.31±0.15 mm by A-scan and -0.05±0.07 mm 
by IOLMaster. After Artisan pIOL implantation, differences in AL measurements by 
A-scan were insignificant (difference: -0.03±0.15 mm), whereas postoperative AL 
measurements by IOLMaster were significantly longer than preoperative measure-
ments (difference: 0.12±0.07 mm). After Artiflex pIOL implantation, AL measure-
ments by both A-scan and IOLMaster were significantly longer than preoperative 
measurements (difference: 0.09±0.16 mm by A-scan and 0.07±0.10 mm by IOL-
Master). In the Artiflex group, differences in AL measurements by A-scan correlated 
with the central thickness of the Artiflex pIOL. Conclusion: ACD and AL measure-
ments were influenced by iris-fixated phakic IOL implantation.
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INTRODUCTION
Phakic intraocular lenses (pIOLs) have become common for correcting high refrac-
tive errors and these lenses were proven an effective and safe option to treat high 
myopia.1-3 However, complications have also been reported after pIOL implanta-
tion, which include endothelial cell loss,4 retinal detachment,5 traumatic aniridia,6 
IOL dislocation, pigment dispersion syndrome, and glaucoma.7 PIOL implantations 
may increase the speed of cataract development due to intraoperative surgical trau-
ma, postoperative inflammation, and the postoperative use of topical steroids.7-9 
There is a direct relationship between the development of lens opacity and high my-
opia.7 With an increasing number of pIOL implantations, there will also be an in-
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stitutional Review Board approval was obtained. Inclusion 
criteria consisted of patients with preoperative manifested re-
fractive errors of -3.0 to -15.0 diopter with no history of glau-
coma, no history of corneal, lenticular, or retinal diseases, 
or any medical disease likely to alter vision. Patients who 
had contraindications for pIOL implantation were exclud-
ed. These included patients with anterior chamber depth 
less than 3.2 mm, patients who had any angle and iris ab-
normalities, or corneal endothelial density less than 2000 
cells/mm2. Ophthalmic examinations were performed pre-
operatively, including slit lamp microscopy, cycloplegic and 
manifest refractions, fundus examination, and intraocular 
pressure measurement with Goldmann applanation tonome-
try. Uncorrected visual acuities and best-corrected visual 
acuities were checked. Two weeks before surgery, patients 
received a peripheral iridectomy incision with a Nd:YAG 
laser, generally at the 12 o’clock position.
Artisan phakic intraocular lens implantation
The Artisan pIOLs used in the study (models 206 and 204, 
Ophtec BV, Groningen, the Netherlands) are convex-concave 
iris-fixated lenses. The biomaterial of the single-piece com-
pression-molded IOL is CQ-ultraviolet absorbing PMMA. 
Both models have an overall length of 8.5 mm. The central 
thickness of the myopic Artisan pIOL (-3 D to 23 D) is 0.14 
mm.
All procedures were done using topical anesthesia with 
0.5% proparacaine hydrochloride. A scleral tunnel incision 
was made at the 12 o’clock position with a width of 5.2 or 
6.2 mm, depending on the IOL diameter. Two lateral para-
centeses were created in the cornea at the 10 o’clock and a 
2 o’clock position with a width of 1.5 mm. Acetylcholine 
was injected and the anterior chamber was filled with an 
1% sodium hyaluronate. The Artisan pIOL was inserted 
from the 12 o’clock position and rotated into a horizontal 
position. The lens haptic was enclavated to a fold of the 
midperipheral iris stroma using an enclavation needle at the 
3 o’clock and 9 o’clock meridians. The Artisan pIOL was 
centered over the pupil, and the remaining viscoelastic ma-
terial was irrigated out of the anterior chamber. The incision 
was closed with a continuous 10-0 nylon suture. 
Postoperative treatment included topical antibiotics and 
0.1% fluorometholone applied four times daily for 2 weeks 
and then tapered. 
Artiflex phakic intraocular lens implantation
The Artiflex pIOL (Ophtec BV, Groningen, the Nether-
crease in the number of patients presenting with cataracts; 
whether induced by the pIOLs or aging alone. 
In patients with a history of iris-fixated pIOL implanta-
tion, explantation of the pIOL and cataract surgery can be 
done simultaneously or cataract extraction can be performed 
separately after adequate healing from the pIOL explanta-
tion. Combined surgery requires a shorter rehabilitation pe-
riod but the surgeon should determine the IOL power with 
biometry measured with the pIOL implantation condition. 
Therefore, the surgeon needs to be aware of potential ocu-
lar biometry measurement errors in eyes with pIOLs. 
The presence of a pIOL is known to affect ocular biomet-
ric measurement because the speed of the ultrasound through 
the various materials of pIOLs is different from the average 
velocity used to measure the eye. Although Hoffer10 pub-
lished a formula by which to correct this error, some studies 
suggested that use of the correction factor may be inadvis-
able.7,11-13 One study reported that the axial length (AL) 
measured by IOLMaster is not significantly affected by Vi-
sian Implantable Collamer Lens (ICL) implantation.11 Oth-
er authors concluded that the change in AL, as measured by 
the immersion A-scan after Visian ICL implantation, is sta-
tistically insignificant.12 Another report reviewed several 
studies and found that the biometry and IOL power calcula-
tions are not distorted by the presence of a pIOL except in 
the case of silicone posterior chamber pIOLs.7
The aim of this study was to determine whether any bio-
metric measurement errors occur in two types of iris-fixated 
pIOLs made of different materials: Artisan and Artiflex pIOLs 
made of polymethylmethacrylate (PMMA) and silicone, re-
spectively. In addition, we used both A-scan ultrasonography 
and IOLMaster to measure ocular biometry. These devices 
use different techniques for measuring ocular biometry, 
which aids in determining how the measurement errors are 
different based on the measuring device and pIOL materials.
MATERIALS AND METHODS
　　　
Study design
This study included 40 eyes from 24 patients with Artisan 
pIOL implants and 36 eyes from 20 patients with Artiflex 
pIOL implants. Both surgical treatments were performed by 
a single surgeon (J. B. L.). Before surgery, patients were 
given a detailed explanation of the surgery process and 
medical implications. All patients signed a written consent 
form in accordance with the Helsinki Declaration. Local In-
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Statistical analysis   
A paired t-test was used to compare the difference between 
preoperative and postoperative anterior chamber depth and 
axial length measurements. Measurement differences were 
calculated by subtracting the preoperative biometry mea-
surement from the postoperative biometry measurement. 
Pearson correlation was used to analyze the relationship be-
tween the AL measurement difference, preoperative AL, 
and Artiflex pIOL central thickness. Chi-squared tests were 
used for the categorical variables sex and age. All analyses 
were conducted using SPSS for Windows (Statistical Prod-
uct and Services Solutions, version 15.0, SPSS Inc., Chica-
go, IL, USA). A p-value less than 0.05 was considered to 
indicate statistical significance.
 
RESULTS
 
Patient characteristics and clinical outcomes
Clinical data before and after iris-fixated pIOL implantation 
are shown in Table 1. The preoperative spherical equivalent 
and postoperative spherical equivalent were different be-
tween the Artisan group and the Artiflex group (p<0.001 
and p=0.014, respectively), whereas the difference for post-
operative logarithm of the minimal angle of resolution un-
corrected visual acuity (LogMAR UCVA) was not signifi-
cant (p=0.509).
Anterior chamber depth measurements after iris-
fixated phakic intraocular lens implantation
ACD measurements after Artisan and Artiflex pIOL im-
plantation were smaller than preoperative ACD measure-
ments (p<0.001). The measurement differences of both pI-
OLs by A-scan were more than 1 mm, whereas those for 
IOLMaster were less than 0.1 mm (Table 2). 
Axial length measurements after iris-fixated phakic 
intraocular lens implantation
Artisan pIOL implantation did not result in significant differ-
ences in AL measurement by A-scan (p=0.202), whereas 
postoperative AL measurements by IOLMaster were signifi-
cantly longer than preoperative AL measurements (p<0.001). 
After Artiflex pIOL implantation, AL measurements by A-
scan and IOLMaster were significantly longer than preop-
erative measurements (p=0.002 and p=0.001, respectively) 
(Table 3). 
In the Artisan implantation group, there was no correla-
lands) used in the study is a three piece lens. The flexible op-
tic is made of ultraviolet absorbing silicone and the rigid hap-
tics are made of Perspex CQ-ultraviolet absorbing PMMA. 
The optical part of the Artiflex pIOL has a 6.0-mm diame-
ter. The lens has an overall length of 8.5 mm and a slight 
anterior and posterior vault. The central thickness of the 
myopic Artiflex pIOL is variable from 0.14 to 0.52 mm 
(0.33±0.10 mm). 
A 3.2-mm clear corneal incision was performed at the 12 
o’clock position, and two stab incisions were placed at the 
10 o’clock and 2 o’clock positions in the direction of the 
enclavation sites. Acetylcholine was injected, and the ante-
rior chamber was filled with a 1% sodium hyaluronate. The 
Artiflex pIOL was inserted from the 12 o’clock position 
and rotated into a horizontal position. The lens haptic was 
enclavated to a fold of the midperipheral iris stroma using 
an enclavation needle at the 3 o’clock and 9 o’clock meridi-
ans. The Artiflex pIOL was centered over the pupil, and re-
maining viscoelastic material was irrigated out of the ante-
rior chamber. The clear corneal incision site was self-sealed 
with hydration.
Postoperative treatment included topical antibiotics and 
0.1% fluorometholone applied four times a day for 2 weeks 
and then tapered. 
Ocular biometry measurement
Ocular biometry was measured by two devices: applanation 
ultrasonography A-scan (Sonomed A/B scan 5500, So-
nomed Inc., Lake Success, NY, USA) and partial coherence 
interferometry (IOLMaster, Carl Zeiss Meditec AG, Jena, 
Germany). A-scan measures the time it takes the sound to 
traverse the eye and convert it to a linear value using a ve-
locity formula where distance equals the velocity multiplied 
by the time. The velocity of sound through various materi-
als is widely different and the average velocity for a normal 
range axial length eye is 1555 m/s. In contrast, IOLMaster 
uses partial coherence interferometry (PCI) to assess the AL 
and anterior chamber depth (ACD) by calculating the dis-
tance between the corneal and lens surfaces through lateral 
slit illumination. With the PCI technique, it is known that the 
AL measurement is less influenced by intraocular material 
(such as silicone oil) compared to A-scan ultrasonography. 
Measurements were performed by an experienced techni-
cian at baseline and 3 months after surgery with default set-
tings for the phakic eye (phakic mode). Ocular biometry 
measurements were first performed by IOLMaster and then 
by A-scan. 
Joo Youn Shin, et al.
Yonsei Med J   http://www.eymj.org   Volume 54   Number 5   September 20131262
p=0.028) (Fig. 1). Meanwhile, there was no correlation be-
tween measurement differences between AL and preopera-
tive AL (p=0.174 by A-scan and p=0.073 by IOLMaster). 
There was also no correlation between the measurement 
difference in AL and the central thickness of Artiflex pIOL 
tion between measurement differences in AL and preopera-
tive AL measurements (p=0.971 by A-scan and p=0.108 by 
IOLMaster) (Table 4). In the Artiflex implantation group, 
pIOL central thickness measured by A-scan correlated with 
the difference in the AL measurement (coefficient: 0.356, 
Table 1. Patient Characteristics and Clinical Outcomes
Artisan Artiflex p value
Eyes (n) 40 (24) 36 (20)
Sex (M : F) 8 (4) : 32 (20) 9 (5) : 27 (15) 0.601
Age (yrs) 31.75±8.30 (21 - 50) 31.47±6.39 (21 - 46) 0.872
Preoperative
    LogMAR UCVA   1.91±0.20 (1.30 - 2.00)   1.89±0.19 (1.30 - 2.00) 0.602
    LogMAR BCVA  -0.02±0.04 (-0.10 - 0.00)  -0.02±0.04 (-0.10 - 0.00) 0.615
    SE (diopter)  -9.88±2.19 (-15.00 - -5.75)  -7.67±1.92 (-11.25 - -4.23) <0.001*
Postoperative
    LogMAR UCVA   0.02±0.09 (-0.10 - 0.22)   0.01±0.08 (-0.10 - 0.15) 0.509
    LogMAR BCVA  -0.07±0.05 (-0.10 - 0.00)  -0.07±0.04 (-0.10 - 0.00) 0.808
    SE (diopter)  -0.98±0.49 (-2.13 - -0.25)  -0.73±0.39 (-1.63 - -0.25)   0.014*
M, male; F, female; LogMAR, logarithm of the minimal angle of resolution; UCVA, uncorrected visual acuity; BCVA, best corrected visual acuity; SE, spheri-
cal equivalent.
Data are presented as mean±standard deviation; ( ) indicates the range of values.
*Statistically significant difference between groups (p<0.05, chi-squared test).
Table 2. Anterior Chamber Depth Measurements before and after Iris-Fixated Phakic Intraocular Lens Implantation
Preoperative (mm) Postoperative (mm) p value
Artisan
    A-scan 3.86±0.24 (3.51-4.33) 2.80±0.27 (2.40-3.38) <0.001*
    IOLMaster 3.86±0.25 (3.48-4.38) 3.78±0.28 (3.26-4.39) <0.001*
Artiflex
    A-scan 3.81±0.16 (3.52-4.27) 2.50±0.16 (2.24-2.91) <0.001*
    IOLMaster 3.84±0.16 (3.52-4.24) 3.79±0.15 (3.50-4.20) <0.001*
Data are presented as mean±standard deviation, ( ) indicates the range of anterior chamber depth measurements.
*Statistically significant difference (p<0.05, paired t-test).
Table 3. Axial Length Measurements before and after Iris-Fixated Phakic Intraocular Lens Implantation
Preoperative (mm) Postoperative (mm) p value
Artisan
    A-scan 26.93±1.26 (24.93-29.37) 26.90±1.27 (24.80-29.45) 0.202
    IOLMaster 27.08±1.31 (25.01-29.47) 27.20±1.33 (25.05-29.72) <0.001*
Artiflex
    A-scan 26.40±1.20 (24.01-29.43) 26.49±1.18 (24.02-29.43)   0.002*
    IOLMaster 26.55±1.30 (24.10-29.53) 26.61±1.26 (24.16-29.48)   0.001*
Data are presented as mean±standard deviation, ( ) indicates the range of axial length measurements.
*Statistically significant difference (p<0.05, paired t-test).
Table 4. Correlation with Measurement Differences in Axial Length and Preoperative Axial Length in the Artisan Implantation 
Group
Coefficient p value*
Preoperative axial length by A-scan -0.006 0.971
Preoperative axial length by IOLMaster  0.255 0.108
*Statistically significant difference (p<0.05, Pearson correlation).
Ocular Biometry in Eyes with Phakic IOLs
Yonsei Med J   http://www.eymj.org   Volume 54   Number 5   September 2013 1263
that influenced IOLMaster ACD measurements. 
We compared AL before and after iris-fixated pIOL im-
plantation. The optics biomaterials are different between Ar-
tisan and Artiflex pIOLs PMMA and silicone, respectively. 
The ultrasound velocities traveling through pIOLs are based 
on the pIOL material. Hoffer10 published a method to cor-
rect this error by using the following formula: ALcorrected= 
AL1555+(C×T), where AL1555=the measured AL of the eye at 
a sound velocity of 1555 m/s, T=the central thickness of the 
pIOL, and C=the material specific correction factor. The 
correction factor was +0.42 for PMMA and -0.59 for sili-
cone. Using this formula, the AL measurement difference 
(postoperative AL minus preoperative AL) by A-scan after 
myopic Artisan pIOL implantation would be approximately 
-0.06 mm, whereas the AL measurement difference by A-
scan after myopic Artiflex pIOL implantation would be ap-
proximately 0.08 to 0.31 mm (depending on the central 
thickness). 
Additionally, Holladay17 has offered an optional method to 
measure AL through any implant by using following formu-
la: Corrected AL Factor=T×(1-1532/V), where T=the central 
measured by IOLMaster (p=0.385) (Table 5). 
DISCUSSION
Acquiring exact ocular biometry is critical in determining 
accurate IOL power in cataract surgery. In eyes with pIOL 
implants, possible errors in ocular biometric measurements 
caused by the presence of a pIOL may influence the IOL 
power calculation. A previous study showed that cataract 
surgery combined with explantation of the iris-fixated pIOL 
yielded acceptable predictability of spherical equivalents of 
-0.28±1.11 diopters.14 Moreover, some studies suggested 
that the correction factor may be inadvisable when measur-
ing ocular biometry after pIOL implantation.7,11-13 However, 
to our knowledge, no biometry analysis completed after Ar-
tiflex pIOL implantation has been published until now. 
We evaluated ACD before and after iris-fixated pIOL im-
plantation. The ACD measured by A-scan after iris-fixated 
pIOL implantation was approximately 1 mm (1.07 mm in 
the Artisan group and 1.31 mm in the Artiflex group) shal-
lower than the preoperative ACD. A-scan automatically 
calculates ACD from the first ultrasound peak to the aque-
ous/anterior lens interface peak.15 In eyes with pIOLs, this 
instrument was thought to detect the aqueous/phakic IOL 
interface as a second peak instead of the crystalline lens. 
Using the IOLMaster, ACD measurement differences after 
Artisan and Artiflex implantation were smaller than by A-
scan (-0.08 mm in the Artisan group and -0.05 mm in the 
Artiflex group). The IOLMaster measures the ACD through 
lateral slit illumination and cannot measure recent pseudo-
phakes.16 Considering the quantity of measurement differ-
ences, the IOLMaster calculated the distance between the 
corneal and crystalline lens surface-not the anterior surface 
of the iris-fixated pIOL. However, there were also signifi-
cant changes in ACD measurements after pIOL implanta-
tion. These changes may be derived from pIOL reflections 
Table 5. Correlation with Measurement Difference in Axial Length, Preoperative Axial Length, and Central Thickness of the 
Artiflex Lens in the Artiflex Implantation Group
 Coefficient p value
A-scan
     Preoperative axial length -0.225 0.174
     Central thickness of Artiflex  0.356   0.028*
IOLMaster
     Preoperative axial length -0.302 0.073
     Central thickness of Artiflex -0.149 0.385
*Statistically significant difference (p<0.05, Pearson correlation).
Fig. 1. Correlation with measurement difference in axial length and central 
thickness of the Artiflex lens. *p<0.05.
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